POLICE DEPARTMENT

LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxityzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance

Procedures and/or Standard Calibration Check Procedure are il, true and
correct copy of the original.
rf

5Q W"STGT\IATURE JBRA20/0
SV S0 —o0/629

STATE OF ARIZONA )
)} ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 25 dayof OCIOBER.
2010 by Ot LA DA E

pds Bt

NOTARY PUBLIC
[0-28~10
DATE
Commission expires:
3(2azo2
Area Code 928

Administration ..........ccciieieeens 855-4884 Fax #s Emergency ............ SOPPOR < o B
Business Office .....cccceeuenennn. 855-1171 Administration ....c..ccccoeieeeeneen. 680-5430 Non- Emergency Dlspatch/ ...... 855-4111
Investigations ......................... BE5-5775 Business Office .........ccoueeenn.... 680-5431 TDD  855-4114
Patrol ..cccveeceeeeeeiee ... 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witnhess ....... 854-TIPS

E-mail: police @ci.lake-havasu-city.az.us
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST /f/ﬂﬁm AT/ AGENCY !ﬁ/ﬂ—’%ﬂ/é’"fﬂ‘/gfﬂfﬁfm‘

DATE O RPN TIME SOr5 o
INTOXILYZER SERIAL 4 _ JO ~OO/EZF  LocaTion S AEFL /%?/4/

1. Ensure that gas tank is attached to instrurnent and contains a standard alcohol concentration solution » #7282 AC.
OR
Pour a standard alcohol concentration solution : AC, into 2 clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C
Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
. Go to the “Control Testing Menu”. Select *D™ for dry control test or “W™ for wet control test. After selection is
made press ENTER.
. Air blank completed.
. Calibration check completed. Test results 0._/2O AC.
Air blank completed.
7 Remove printed record. Attach the tegord to the completed checklist.

SIGNATURE

DPS Form Exh G-2 (Rev 05-01) ,/Z.O&Zr.cvz Zr
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EXHIBIT G-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-19-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST /% AJ&&_’Z/?/ AGENCYZ/P'A&’% %ryéchﬂrp;j‘

DATE /S ORA D TIME  8/2

INTOXJYZER SERIAL §  FO) - OV 2T LOCATION L4¢ g/, /%A/
|Bisplay Reads “PUSH BUTTON TO START”
OSTIC TESTS
1.

Clock time check.
. 2. Date check.

TIONAL TESTS
. Alcohol-free subject testresult 0. &Y AC.
7 Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
ﬁ. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.
4. Standard Calibration Check standard 0. /&¢> AC. Result 0. /20 AC.

Instrument is operating properly and accurately.  YES NGO

COMMENTS

SIGNATURE
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" DPS Form Exh G-4 (Rev 05-01)
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INTOXILYZER 8000

Location: LBCPD MAIN JAIL
Serial Number: 80-¢01029

Core Version: 8105.48

1072772010 1G:19:1¢
Zuandard Lotd: TI1ID322
L.ast Changod By: DRELLER 2Ll
DAS: K. DRELLER 123
LARE HAVASU CITY PD
Operator: K. DRELLER Fi2l
LAKE HAVASU CITY PD

Subject: SQAP,FREE
DOB: 10/27/2000
Sex: M Welight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Ailr Blank 0.000 10220025
Diagnostic Test Pass 10:20:57
Air Blank 0.000 10:21:24
0.100 Cal Check 0.100 10:21:45
Air Blank 0.000 10:22:14
Subject Test 0.000 10:22:35
Air Blank 0.000 10:23:03
Wait ABT*

Air Blank 0.000 10:23:38

*Sequence Aborted

Not a Successfully Completed Test Sequenc
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INTOXILYZER 8CG0
Location: LHCPD MAIN JATL
Serial MNumpber: &0-0G01029
Core vVersion: 8105.448

10/2772010 1051900
Sstandaird Lot#: 712327

Last Changed Dy: K. DRELLER SR
0AS: K. DRELLER

LAKE HAVASU CITY P

Operator: K. DRELLER L
LAKE HAVASU CITY PD

Sukject: SQAP,FREE

DOB: 10/27/2000

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L T iLme L
Air Blank 0.000 10:20:22
Diagnostic Test Pass 10:20:57
Air Bliank 0.000 10:21:24
0.100 Cal Check 0.100 10:21:45
Air Blank 0.000 10:22: 04
Subject Test 0.000 10:22:35
Alr Blank 0.000 10:23:063
Wait ABT*

Air Blank 0.000 10:23:38

*Sequence Aborted

Not a Successfully Completed Test Sequence
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TRTOXILYAER 830040

Location: LHCPD MAIN JATL

o e o
SO LAl Number:s gl E

O Version: 5100,

Lz 00 TR
- Il

. [ -
T RS
e L 1
Iy

)

LTy :
< . [IE LG INN

HAVASL CITY @i
Sulject: SQAY, PRER
DO L0/2T7/2000

sSex: M

Air DBlank ' 0.00¢
Dicsgnostic Test Pass
Aly B f
0.1060
Air B
Subjec
Air Blank 0.000
Wait AT

Air Blank .000

bt
[y A < TR G I 4 V)

*Saequence Aborted

Not a Successfully Completed

Test LHaguanoeg




Locaticon: LHACPD MAIN JATL
Sorial Numbers: H0-001029

Core Verslon: 8105047

TG Z2T 2000 IR :

. .. .

LIAT K Gy L F

3

e TR -
L. GAVAST O Y
Cippeovstor s Koo DREL
Lakl HAVASY CITY i

Subject: SOAP, BAWT
DOB: 10/27/2000
Sex: M Weight: 121

15 Mipute Deprivation Poriod? Yes

Test 5/ 210%
Alr Blank PS> 1l
Alr Blank 0.000 (020 d9

*Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER 8000
Location: LHCPD MATN JATL
Serial Number: B0-001029
Core Version: 805,18
1072772010 R G SR

o - R Fo4oa I3
Standard Lotd: 712722

Last Changed By B, ORELLED

Subject: SQAP,BAWT
DOB: 10/27/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test q/218L

"Air Blank TRS*
Alr Blank .000

*Improper Sample

Not a Successfully Completed Test Sequancg




TNTOXILYZER B0HC
Location: LHCPD MAIN JIAIT,
Serjial MNumber: 80-00:0290
ion: BlOS.40

o 1 - -
= e [t !
e .
RS ¥ -

LARKE HAVASL Q1YY PG

(hzorator: E. DRELLER
LAKE HAVASU CITY PD

Subject: SOAP, BAWT
DOB: 10/27/2000
Sex; M Weight: 121

15 Minute Deprivation Period? Yoo

Test g/210L
Air Blank iks=
Alr Blank 5.000

*Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Number: 80-001029
Core Version: 8105.48

16/727/2010 10:35 44
Stancard Lotd: 712322

Last Changoed By: K. DRELLIR 2
0AS: K. DRELLER 124
LAKE HAVASU CITY ©D

Operator: K. DRELLER 2
LAKE HAVASU CITY PD

Subject: SOAP,RFI

DOB: 10/27/2000

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test q/ 2501 i
Air Blank RFI=* S Y
Alr Blank 0.000 13704

*RFI Detect

Not a Successfully Completed Test Sequence



NPOXILYZER EQO0Q
Location: LHCPD MATW JATL
Serial HNumber: 20-00i1429
Core Version: 81 it
10/27720106

S0
'L_},-:'ss Do, -
LARE HAVARU (T Pz
fp_Lauur K. DRP[LED H
LAKE HAVASU CITY PD
Subjoht SOAP, RIPT
DOR: 10/27/2000
Sex: M Weight: 121
15 Minute Deprivatlon Periody Yes
Test /2105 FARSHIS
Air Blank REI* L0:36:37
Air Blank 0.000 t10:37:06

*RFT Detect

Not a Successfully Completed Test Seguence
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IMDTOXTLYZER 2500

bY
Location: LHCPD MALIR JAIL

L
Serial Number: 20-001029
Coroe v ' 2105, 48
RIS FRVERE
! o x ! r‘-) ! :

Subsect: 30T, RF]
DOB: 1072772000
Sex: M weight: 121

Test g/l i0Ln
Air Blank RI"L*
Alr Blank 0.00G

*RI'] Detect

Not a Successfully Completed Test Sagu
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TRTOXTLYZER 2000

Location:

Test /2 E01 .

Air Blank “o.o00 '
Diagnostic Test Pass

Alr RBlank G.000 L
0.100 Cal Check 0.100 PRI B
Alr Blank 0.000 1042

Subiject Test C.154+

Air Blank G.000
Air Blank L0060
Subj@ct Test KERFA
AitT Blank 0.000

*Deficient Sample
**Invalid Sample
Begin new deprivation pericd




LACPD MATN JAIL
Rumbeir: S50-0a01029
Vorsion: 8105044

HAVASD

Subject: I0av

DOG: 1072772000
Sex: M Weight: 121

15 Minute Deprivatlon Poriod? Yes

)

ot SRR T

ir Blank 0.000 R P
iagnostic Test Pass Phedlelr
Air Blank 0.a00 RO BN
0.100 Cal Check 0.100 ]
Air Blank 0.000 1
Subject Test 0,154~ ‘
Air Blank 0.000
Aly Blank 0.4800
Subject Test h.0. 9.0
Air Blank 0.000
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*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence




INTOXILYZER 5000

- Sl e -
Looat ion: L
ST o
Sore
[
o -
T B 1 1 -
[ A ety T
ar e RSN SN

YOARETO Lt ST
LARE HAVASU

s
Test gf2idh -
Alr Blank 0.000

Diagnostic Test rass

Air Blank 0,060
0.100 Cal Check 0.1060
Air Blank 0.0040Q
Subject Test 0,154
Air Blank C.aG0
Air Blank (G.0060
Subject Test KERX**
Alr Blank 0.000

*Deficient Sample
**Invalid Sample
Begin new deprivation pericd

Not a Successfully Completed Test Sequenc



EXHIBIT G-2 .
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A) -

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8009

STANDARD CALIBRATION CHECK PROCEDURE

= ‘
QA SPECIALIST @i‘iﬁ@;éﬂ_ . AUENCY &%L@Z&—’ ..@Fﬁ-_

DATE CRFRYH  TIME_ eSSA o
INTOXILYZER SERIAL ¥ _ 90 -OOHRT LOCATION LA PL Al ra) o
I. Ensure that gas tank is attached 1o instrument and centains a standard alcohol concentration solution - 4 @O AC.
OoR

Pour a standard alcohol concentration soltution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C '
2. Intoxilyzer 8000 dispfay reads “PUSH BUTTON TQ START”
3. Go to the “Control Testing Menu”. Select “D™ for dry control test or “W" for wet control test. After selection is
made press ENTER.
4. Air blank completed.
5. Calibration check completed. Test resuits 0. OO0 AC.
6. Air blank completed.
7

- Remove printed record. Attach the record to the compleged checklist.
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